DataMaster DMT Monthly Update Check-list

Department/Agency:_ M ddle H,u—tz\) TY

DM serial #_ | & 22~0(e + [/00/3F

List other report type and date:

Date: (02 121 1 /2
Provided None this 'month

Operators Logbook X L]
Maintenance Logbook X []
Breath Summary Report X[ ]
Stafus Summary Report B( | - O
Calibration Report [] [Zl
Certification Report [ ] X
Installation Repoﬁ JZ D |
Anﬁual Preventative Maintenance [] @1
Routine Pgrforrﬁance Check [] ' N
Simulator Solution Change ] ,gl
Other Reports [] ,KL
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BAC DATAMASTER CHECK-UP and MAINT
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Departmefit/Agency

DataNaster Serial Number

DATE

TYPE OF SERVICE PERFORMED

" PERFORMED BY

B

DataMaster Simulator Solution

[&iﬁsﬁéi
Lot # 11-20-100 EtOH,, Conc: 0.097

Hers]

Range: 0.092— 0.102
Preparation Date: 10/29/2010

RFGC

Expires: 10/29/2011
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CHRISTOPHER

Place Simulator Boluion Label Merel

D opnoal Preoonialive
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"~ Expires: 06/15/2012

iFlace Simulator Solution Label Mere]

DataMaster Ext. Std. Solution
Lot # 11-40-100 EtOH,, Conc: 0.100

Range: 0.095 - 0.105
Preparation Date: 06/15/2011
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Place Simulator Soludion Label Mm
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[Place Simu '&%0;* Soludlon Label Mevg]
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INSTALLATION REPORT

DataMaster DMT: 123206

Location: Middlebury PD

Calibration Date:  01/03/2012 :

Certification Date: 01/04/2012 ‘ Canrmon S
Installation Date:  01/12/2012 IS
Installed by: STEVEN E HARNOIS

Site meets specification in do¢c P-ALC-210
Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Conceniration =100 g/2101,
Lot# = 12-45-100
VERSIONS Range =0.095 - 0.105
DMT: 1.01 Average =0.099 g/210L
PIC: 2.05 Std Dev =(.0000
Modem: 2.2

Questions;: 2.0

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 43,3°C le A ce Test
Digital Sim = 34,0°C Passed
SETTINGS
Lamp Voltage = 1.73 Vv 0.10 - - - - . - 40.0
Cooler Voltage = 1.77 V : ‘Al ‘h 1l( /:2101.:)
Bias Voltage = 80 V 0.09]- conoilg 36.0
Chopper Freq = 527 Hz Flow Rate(L/M)
. 32.0
PUMP INFO 0.08
Flow Rate = 4,490 L/M 0.07 28.0
DETECTOR INFO
DUMP ON OFF 0.06 24.0
MAX (V) 0.0317 0.0358 R
MIN(V) 0.0295 0.0339 0.05 / I 20.0
FILTER INFO 0.04 P N 16.0
Filter 1 0.034 Zero = trxue
Filter 2 0.403 Zero = true 0.03 12.0
Filter 3 1.408 JZero = true
0.02 8.0
CALIBRATION CHECK
= [
Xq = 0.081 0.11% 0. 01 b 4.0
0.00 f [ 0.0

0 5 10 15 20 25 30 35 40 45 50 55 60
INSTALLATION PASSED

Performed by W Date 01/12/2012
Reviewed by %/ ,Z/%// Date |1z~ 2
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DATAMASTER DMT OPERATOR USE LOG

Wil b D |22 96
Departme’r‘lt/Agency » ) DataMaster DMT Serial Number

‘ . ; Quvinimmt? ' Simulator | Simulator
Date DMT Operator’s Name Subject’s Name Vapor1 | Vapor2
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DATAMASTER DMT MAINTENANCE LOG
|23 9.0 €

L il

: Depé?fmenUAgency DataMaster DMT Serial Number
DATE | “TYPE OF SERVICE PERFORMED PERFORMED. BY
. : (Name and Title)
» DataMaster Simulatof.SOIution %}K%‘;V«éwéﬂtit ‘F‘ ‘
» | Lot # 12-45-100  EtOH,, Conc: 0.100 YDAL Progllie
' 17 Range: 0.095 - 0.105 . " e,
e i I?’ le _[_!fcir _F%F Proparation Date: 12/12/2011  Bxpires: 1212012, 89C€ Label Here] Srerea
» oo OPENED: [-127°1C  W7py ] Howrno)
B w R
P Jngtall  Ver [rotocs {'/IZ'/I‘?.,
» ' ' ' :
' DataMaster Si . i
® Tot# 12?:5?001!““];:8;130&2%.100 ~REC_compycked  Kev {M
: Range: 0.095 - 0.105 , . 11 A VY’
g . 2.( QJT/IQ/ PrzgarzltionDate: 12/1202011 Expires: 127122012 1ANGE Place Label Here] Bwilio
D.. o | opENED: 2/27//2 T
.
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_ I [ For RPC or Simulator Solution Change Place Label Here]
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B [ For RPC or Simulator Solution Change Place Label Here] |
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: Page 1
Status Record History 0212773012
& ~tus Status
e Time Test Type Status Message
0171372012 03:35:40 | DUL Subject Record RESPONSE TIMEOUT
DMT -- 100137-000111
'MT Serial Number #123206 Page 1 of 1 02/27/2012 3:35 PM




B th R d Hist 75012
rea ecor 1STOory 02/27/2012
Test Test Alcohol Alcochol Sim. Sim.
X Agenc Operator Name S s s
Date Time g y P Nam Val. 1 Val. 2 Conc. 1 Conc. 2 tatus Message
01/13/2012 §3:31:27] MIDDLEBURY ED WILLIAM J AUSTIN 0.129 0.098 RESPONSE TIMEOUT
01/13/2012 05:03:18| MIDDLEBURY PD NEIL F MOGERLEY 0.111 6.099
01/20/2012 02:14:09] MIDDLEBURY PD NEIL F MOGERLEY 0.089 0.099
01/21/2012 04:33:25| MIDDLEBURY PD NEIL ¥ MOGERLEY §.161 0.154 0.097 5.099
DMT -- 100137-000112
- ] .
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Log On Record History 0212773012
—
1 c‘ft T?St Name
e Time

01/03/2012 07:09:08 Steven Merrill

01/03/2012 11:26:57 Kirk Kimball

01/03/2012 11:46:14 Kirk Kimball

01/03/2012 13:59:44 Kirk Kimball

01/04/2012 07:03:43 Steven Merrill

01/04/2012 13:40:41 Steven Merrill

01/04/2012 14:53:43 T'steven Merrill

01/05/2012 07:05:41 Kirk Kimball

01/05/2012 07:49:19 Kirk Kimball

31/05/2012 08:40:41 Kirk Kimball

31/05/2012 12:00:35 Kirk Kimball

01/05/2012 14:08:49 Kirk Kimball

31/65/2012 14:53:11 Steven Merrill

J1/05/2012 15:49:54 Kirk Kimball

31/06/2012 07:52436 Kirk Kimball

21/06/2012 08:10:18 Kirk Kimball

J1/06/2012 09:23:03 Kirk Kimball

J1/06/2012 10:09:48 Steven Merrill

31/06/2012 15:02:00 Kirk Kimball

31/09/2012 07326:51 Kirk Kimball

01/12/2012 10:25:19 Steven Harnois
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